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1.0
Scope and Parameters
1.1 
Scope

1.1.1
This Quality Manual describes the quality assurance program used in the          State metrology laboratory and sets out the established requirements to competently and effectively achieve the program objectives of the State metrology laboratory.  The measurement program objectives of the laboratory are:

1.1.1.1
Maintain the State standards of mass, length, volume, temperature, frequency, and density; (NOTE: add any other parameters here) and

1.1.1.2
Provide reliable metrological measurement services suited to the needs of weights and measures staff and industry.

1.1.2
All primary standards have been calibrated by the National Institute of Standards and Technology (NIST), or by a NIST-accredited laboratory and remain traceable to NIST through continuous internal surveillance and external comparison.  All measurements and calibration values produced by the metrology laboratory are traceable to NIST.

1.2
Parameters

1.2.1
Measurements, calibrations, and tests performed by the metrology laboratory resulting in certificates, reports, or other summarizing statements are limited to the test parameters listed in Appendix C.

1.2.2
The laboratory quality manual, based on ISO/IEC Guide 25, used in conjunction with applicable portions of the reference documents maintained in the laboratory, constitute the laboratory's quality control system applicable to the test parameters listed in Appendix C.
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