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THERMODYNAMICS 

NVLAP Code: 20/TO8 
Thermocouples 

Range in "C 

0 to 1093 

> 1093 to 1454 

0 to 1093 

> 1093 to 1454 

0 to 1000 

0 to 760 

0 to 1093 

> 1093 to 1327 

0 to 1093 

> 1093 to 1300 

Best Uncertainty (f) in "Cote' 

0.46 

1.71 

0.44 

1.71 

0.50 

0.42 

0.43 

1.71 

0.43 

1.71 
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1. Represents an expanded uncertainty using a coverage factor, k=2. 
2. Thermocouple Types above are defined as per ANSI-MC 96.1 except for Type C. Type C is 

Tungsten 5 % Rhenium vs. Tungsten 26 % Rhenium. 
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